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remaining 66 patients, 18 could potentially be treated with a bifurcated endovascular device. The infrarenal aortic diameter-to-iliac artery diameter ratio was less than 2 in most patients. The vessel segments judged to be adequate for endovascular graft anchoring had a noncylindrical shape in the majority of cases. In transfcmoral endovascular aneurysm management (TEAM) of abdominal aortic aneurysms (AAAs), the aneurysm is excluded from the arterial circulation by an endoprosthesis introduced through the femoral artery, x-s The proximal and distal ends of the endoprosthesis have to be anchored to the arterial wall to exclude the aneurysm and to prevent graft migration. Consequently, one of the prerequisites for performing a successful TEAM procedure is having a proximal and distal segment of relatively nondiseased vessel wall. The anatomic configuration of the proximal and distal graft attachment sites and the distance between them determine the dimensions of the endovascular graft.
The expected normal diameters of the infrarenal aorta, the distal aorta, and the c o m m o n iliac arteries have been published previously. 9-13 These reports describe patients without evident vascular disease. Most studies on patients who have AAAs focus on measuring the maximum aneurysm diameter, which is one of the important criteria for deciding whether to perform an operation on a patient. 14 This study describes the anatomy of the infrarenal aorta and the c o m m o n iliac arteries of patients who have AAAs.
The implications of computed tomographic (CT) angiographic measurements for patient selection and graft design will be discussed.
P A T I E N T S A N D M E T H O D S
In our hospital, the routine imaging method for all patients who require surgery for AAA is CT an-231 August 1997 giography (CTA). CT data acquisition is performed with a spiral CT scanner (Philips SR 7000, Philips Medical Systems, Best, the Netherlands). In all patients, a bolus of nonionic contrast material was injected in an antecubital vein using a mechanical injector (130 ml, with a rate of 2 ml/sec and a scan delay of 35 seconds). The original raw data set of the spiral CT scanner is reformatted into i23 axial slices with a slice thickness of 5 mm and a slice overlap of 3 mm. is, 16 Various image formats could be reconstructed on the basis of the original CT data set.
From October 1992 until October 1994, 102 patients had their first CTA for a suspected AAA. The axial slices of the CTAs of all patients were reviewed on an EasyVision workstation (Philips Medical Systems, Best, the Netherlands) to determine whether they could be used for further analysis. An infrarenal AAA was defined as an infrarenal aorta with a maximum external diameter of either >4.0 cm or exceeding the maximum diameter of the aorta between the origin of the superior mesenteric artery (SMA) and left renal artery by at least 0.5 cm. 17 Only infrarenal aortic aneurysms that had complete data sets, including the SMA and both iliac artery bifurcations, were subsequently analyzed.
Thirty-six patients were excluded from the analysis. In 11 patients there was a suprarenal aortic aneurysm, in 11 patients the SMA or iliac bifurcations were not scanned, in 10 patients the scan was not performed according to protocol, rendering reconstructions impossible, and in three patients the presence of an aneurysm could not be confirmed. One patient was excluded because multiple renal arteries made it impractical to determine the length of the various vessel segments.
The remaining group of 66 patients consisted of 58 men with a median.age of 70 years (range, 42 to 90 years) and eight women with a median age of 70 years (range, 56 to 87 years).
In these patients, detailed length and diameter measurements were obtained in a special image format, the curved-linear multiplanar reconstruction. This format is created on the EasyVision workstation and is based on the line drawn through the center of the contrast-filled vessel lumen, the so-called vessel axis or central lumen line. This line is created by the operator by selecting the center of the lumen in several axial slices. These central lumen points are then automatically connected to form the central lumen line) 6,1s Diameter measurements were obtained in slices that were perpendicular to-this central lumen line and represent true cross-sections of the vessel. For practical purposes, we selected to perform the diameter measurements in slices reconstructed at 10 mm intervals along the central lumen line, starting at the caudad margin of the SMA. In each reconstructed slice, the maximum diameter and the diameter perpendicular to it were measured. Length measurements were obtained along the central lumen line, thereby representing the true length of vessel segments including tortuosity. Based on the positions of the slices reconstructed perpendicular to the vessel axis that contained the caudad margins of the SMA, the renal arteries, and the flow divider in the aortic bifurcation and iliac bifurcations, the EasyVision workstation calculated the lengths of various vessel segments along the curved central lumen line. Tortuosity at the proximal and distal attachment sites was not separately analyzed in this study.
We consider a vessel segment to be an anatomical neck when it has a length of at least 10 mm with a diameter change of less than 5 ram. An anatomical neck is considered to be suitable for endovascular graft placement if it has a length of at least 15 mm with a diameter change of less than 5 mm and no mural thrombus. The definition of a suitable neck is based on our own experience with EVT endovascular prostheses (EndoVascular Technologies, Menlo Park, Calif.) 7 and on reports on other devices) 9,2°
The maximum aortic neck diameter should not exceed the suprarenal aortic diameter by more than 5 mm) 7 The maximum common iliac artery neck diameter should not be more than 20 ram. The neck configuration was divided into five groups (I to V), as displayed in Fig. 1 .
The presence of calcification in the anatomical necks was quantified by counting the number of quadrants (anterior/left/posterior/right) per slice that contain calcifications larger than 5 mm. Calcifications larger than 5 mm are expected to hamper the anchoring of attachment systems that have hooks or barbs that need to penetrate the vessel wall. The number of quadrants that contained calcifications larger than 5 mm divided by the total number of quadrants (number of slices × 4) in the anatomical neck or common iliac artery results in the calcification index (range, 0 to 1). A calcification index of 0.10, for instance, would imply that of all quadrants in the entire anatomical neck 10% contain calcifications larger than 5 mm.
Two separate analyses were performed. First, all vascular segments were independently analyzed. Then, measurements in individual patients were combined to determine the patient's suitability for endovascular treatment. A patient was considered suitable if a sufficient proximal aortic neck and either II III IV V a sufficient distal aortic neck or two sufficient iliac necks were present. The proposed graft diameter was based on the maximum diameter of the previously defined suitable necks. The cxternal iliac arteries, the angles between the various vascular segments, and the iliac artery tortuosity were not analyzed.
R E S U L T S L e n g t h measurements. The positions of the caudad margin of the origins of the renal arteries, the aortic bifurcation, and the iliac bifurcations as measured along the central lumen line relative to the origin of the SMA are displayed in Table I . The positions of one left and one right renal artery as well as of one left internal iliac artery could not be determined because they were occluded.
The left renal artery was the most caudad in 30 patients, the right in 17 patients, and the difference in level between the two was less than 2 m m in 19 patients. The median distance between the most caudad renal artery and the aortic bifurcation was 128 m m (range, 97 to 180 mm), and the median distances between the most caudad renal artery and the left and right iliac artery bifurcation were 198 and 197 mm, respectively (ranges, 152 to 290 m m and 147 to 282 mm, respectively).
Snprarenal and aneurysm diameter measurements. The median diameter of the suprarenal aorta, as measured between the SMA and the uppermost renal artery, was 24 m m (range, 16 the maximum diameter was less than 40 m m but exceeded the suprarenal aortic diameter by more than 5 mm. 17 Proximal aortic neck. In I 1 patients the aneurysm started directly or within 10 m m below the renal arteries. In the remaining 55 patients the median neck length was 24 m m (range, 10 to 85 mm). The neck configuration according to Fig. 1 was type I in 22 patients, type II in 27 patients, type III in three patients, type IV in one patient, and type V in two patients.
O f the 55 anatomical necks, 26 were not suitable for endovascular surgery. In 10 patients this lack of suitability was because the length was less than 15 ram, in 13 patients because of mural thrombus, in two patients becausc of a combination of insufficient neck length and thrombus, and in one patient because the neck diameter was 5 m m more than that of the suprarenal aorta. The calcification index in these 26 patients ranged from 0.00 to 0.68 (median, 0.00).
The 29 suitable necks had a median length of 30 m m (range, 15 to 70 mm). The configuration of these necks was type I in 13 patients, type II in 10 patients, type III in three patients, type W in one patient, and type V in two patients. The calcification indexes ranged from 0.00 to 0.50 (median, 0.10). The proposed median graft diameter for these patients was 24 mm (range, 18 to 32 mm).
Distal aortic neck. In 57 patients there was no distal aortic neck. in the remaining nine patients the median neck length was 20 mm (range, 10 to 30 ram). The neck configuration was type II in one patient, type III in seven patients, and type IV in one patient. O f the nine distal necks, five were not suitable for endovascular surgery; four because of a neck length less than 15 mm and one because of mural thrombus in a 30 mm long neck. The median calcification index in these five necks was 0.50 (range, 0.25 to 0.75). All rejected distal necks were of configuration type III.
The median calcification index of the four suitable distal necks was 0.37 (range, 0.25 to 1.00), and the proposed graft diameter was 19 mm in two patients and 25 mm in the other two patients.
Left c o m m o n lilac artery. The median length of the left common iliac artery was 65 mm (range, 31 to 124 ram). The minimum diameter ranged from 3 to 15 mm (median, 10 ram), and the maximum diameter ranged from 10 to 72 mm (median, 16 mm). The iliac artery configuration was type I in 31 patients, type II in seven patients, type III in 15 patients, type IV in nine patients, and type V in four patients.
Of all 66 left common iliac arteries, 48 had a suitable neck length of more than 15 mm with a change in diameter of less than 5 ram. In four of these iliac arteries there was a short segment with a diameter of more than 20 mm immediately distal from the aortic bifurcation (diameters, 21, 21, 22, and 23 ram), with a suitable iliac neck distal from this dilated segment. The median calcification index of all 48 patients was 0.11 (range, 0.00 to 0.78).
The other 18 iliac arteries were rejected because of mural thrombus in 10 patients and a diameter larger than 20 mm in eight patients. These 10 dilated iliac arteries had maximum diameters ranging from 21 to 72 mm (median, 26 mm). The median calcification index was 0.23 (range, 0.00 to 0.75).
The proposed graft diameter for the 48 suitable left iliac necks ranged from 10 to 18 mm (median, 14 mm).
Right c o m m o n lilac artery. The median length of the right common iliac artery was 65 mm (range, 15 to 126 mm). The minimum diameter ranged from 4 to 18 mm (median, 10 mm), and the maximum diameter ranged from 10 to 59 mm (median, 17 mm). The iliac artery configuration was type I in 21 patients, type II in 16 patients, type III in 14 patients, type IV in 14 patients and type V in one patient.
O f all 66 right common iliac arteries, 44 had a suitable neck length of more than 15 mm with a diameter change of less than 5 mm, and four of these patients had short iliac segments with a diameter of more than 20 mm (24, 28, 29, and 40 mm). The median calcification index of all 44 suitable iliac arteries was 0.13 (range, 0.00 to 0.66).
The other 22 iliac segments were rejected because of mural thrombus in 11 patients and because the diameter was more than 20 mm in 11 patients. The maximum diameter of the iliac arteries with diameters larger than 20 mm ranged from 21 to 59 mm (median, 32 mm). The median calcification index in the 22 rejected segments was 0.16 (range, 0.00 to 1.00).
The proposed graft diameter in the 46 suitable right iliac necks ranged from 10 to 19 mm (median, 14 mm).
Analysis per patient. Combining the results in all individual patients, 55 of 66 had a proximal ana-" tomical neck. Only 28 of these necks were considered suitable for endovascular surgery, However, of these 28 patients only five had a distal aortic segment, of which only one was considered to be suitable for endovascular grafting. Unfortunately, this patient also had an iliac artery aneurysm, leaving no patient in which a tube prosthesis would be a possibility. O f the other four patients with distal necks, two had bilateral common iliac arteries with sufficient graft attachment sites. O f 23 patients with a sufficient proximal segment without a distal aortic neck, 16 had bilateral common iliac arteries suitable for bifurcated graft placement. Thc proposed graft diameters for the proximal and both distal attachment sites are shown in Fig. 2 .
Ira subgroup of 11 patients with small aneurysms ( < 5 0 mm diameter) is separately analyzed, only one patient would be suitable for a bifurcated endovascular device. Two of these patients had an adequate proximal attachment site but did not have adequate distal attachment sites. In the eight remaining patients, the proximal neck was inadequate despite the small diameter of the aneurysm.
For the 18 patients in whom a bifurcated graft could be implanted, the median absolute difference between the proposed distal graft diameter on the left and on the right side was 0.5 mm (range, 0 to 5 m m ) .
The median distance from the most caudad renal artery to the left iliac bifurcation was 209 mm (range, 177 to 229 m m ) and to the right iliac bifurcation 202 m m (range, 172 to 272 mm). The median difference between the length on the left and right side was 10 m m (range, 2 to 40 mm). The median ratio between the infrarenal attachment site diameter and the iliac attachment site diameters in these 18 patients was 1.81 (range, 1.13 to 2.60) for the left iliac artery and 1.57 (range, 1.20 to 2.60) for the right iliac artery. The ratios of proposed proximal diameter to proposed distal diameter for the left and right side are displayed in Fig. 3 . The correlation between the ratio on the left and right side was 0.85, and nine patients had equal ratios on both sides.
D I S C U S S I O N
We prefer preoperative imaging of AAAs using CT angiography) 6 On the basis of the CTA, highquality two-and three-dimensional reconstructions of the data set can be produced. The two-dimensional multiplanar reconstructions produce detailed anatomical information needed for accurate mea-• surements. They are based on the entire set of information contained in the initial axial slices. The curved linear format of the mulfiplanar reconstructions was chosen because it makes it possible to accurately measure the diameters of the proximal and distal attachment sites in slices perpendicular to the vessel axis. Another advantage of the central lumen line is that it facilitates accurate length measurements of tortuous and elongated vessels. The creation of a central lumen line, however, requires a skilled opera- tor, and the distortion of images in the curved linear format can be confusing to the inexperienced observer. Length measurements were easy to obtain because the start and endpoint of the measurements, the margins of the SMA and renal arteries as well as the flow dividers in the aortic and iliac bifurcations, are well defined. Measurements of maximum and minimum diameters were also easy to perform. The description of proximal and distal necks, on the o t h e r hand, is quite difficult. The infrarenal aorta, for instance, had a noncylindrical shape in 44 of the 66 patients. We therefore use definitions that are practical both for the endovascular procedure and for the analysis. In this protocol, a neck should have a length of at least 10 m m with a diameter change of less t h a n 5 mm. If these criteria were applied to the aorta, 11 proximal and 57 distal aortic segments did not have an anatomical neck.
TEAM is a new technique that still has to prove its efficacy in long-term follow-up studies. 21 A major point of concern with the endovascular devices is extra-graft flow 7 or "endoleak," a term recently introduced by White et al. 22 Endoleaks are encountered with all currently available endovascular grafting devices. The cause of endoleaks at the proximal and distal attachment sites is a failed seal between the graft and the arterial wall. This can either be a result of a technical failure during implantation (graft dis-location) or to a mismatch between vessel and endovascular graft size. A persistent endoleal~ is considered to be a grave sign when it is encountered during follow-up. If it is demonstrated, the aneurysm is not excluded from the arterial circulation and aneurysm growth should be expected. The treatment for a persistent endoleak is a reintervention.
Only 55 of our 66 patients had a proximal anatomical neck. Half of these necks were unsuitable because of mural thrombus. Thrombus is a contraindication for TEAM because the endovascular graft needs to be anchored in a relatively normal vessel segment. Mural thrombus is a sign of vascular disease that makes the quality of anchoring uncertain.
As expected, most of the proximal necks had a type I or II configuration. Types III, IV, and V were only seen in necks longer than 30 ram. Because of the variable neck configuration, overall neck diameters are not presented for the entire group. Usually, there is a gradual diameter increase, and because of the neck definition the variance in neck diameter can be as much as 5 ram. Only for suitable necks is the maximum neck diameter used as the proposed graft diameter. The suitable proximal neck diameter and length correspond with the results of a CT study by Chuter et al. 23 who has mcasured neck diameters of 24.9 --1.4 mm and neck lengths of 26.7 _+ 4.1 mm in three-dimensional reconstructions of 22 patients with AAAs.
O f all distal aortic segments, nine had an anatomical neck, of which only four were suitable for grafting. This confirms that the emphasis in designing endovascular grafts should bc on bifurcated systems. Using our conservative criteria of suitable necks, only very few patients will be treated with an endovascular tube graft. Because of the availability of bifurcated endovascular systems, we advocate using the endovascular tube graft only in patients who have excellent distal aortic attachment sites. By preferring a bifurcated graft when the distal aortic neck length is less than 1S ram, the number of distal endoleaks can probably be reduced.
There is not much difference between the left and right iliac artery. The length, maximum and minimum diameters, and proposed graft diameters are similar. Iliac aneurysm formation is the most common cause for rejection of the iliac arteries.
The combination of proximal and distal measurements to'determine whether individual patients can be treated with an endovascular device revealed that only 18 out of 66 patients have both proximal and distal necks of adequate length. In the study population, the patients with small aneurysms did not have an advantage over those with larger aneurysms, as only one out of 11 had suitable anatomy.
All 18 patients would have required a bifurcated endovascular device because they did not have an adequate distal aortic neck. The proposed proximal and distal graft diameter equals the maximum diameter of the suitable neck.
There is a considerable range in measured diameters, and it should be taken into consideration that most necks show a 5 mm range in diameter, in accordance with the definition of suitable necks. This 5 mm diameter range can cause a variance in lumen circumference of 22% for the median proximal vessel lumen and of 36% for the median distal vessel lumen (circumference = 2wr). The use of woven grafts with a fixed diameter may therefore cause folds in the graft in the narrow part of the attachment site and cause endoleaks. Note that the standard proximal-to-distal graft diameter ratio of 2.0 that is used in most vascular grafts does not apply to these patients because most of them have a ratio that is considerably less. If an endovascular graft with a 2.0 proximal-to-distal diameter ratio had to be used for these patients, only three would have had aortic and iliac necks suitable for such a device.
The vessel segment length measurements we used are very accurate because vessel elongation and tortuosity are taken into account. Accurate prediction of the length of the entire endovascular prosthesis is sometimes difficult, especially in patients who have a wide aortic lumen. The final position of the endovascular graft in the wide aneurysmatic lumen is unpredictable, and it does not necessarily follow the tract of the previously defined central lumen line.
This study was designed to provide measurements that can guide endovascular graft design. Several !mportant issues are covered, such as the technique of measuring true cross-sectional diameters in slices perpendicular to the vessel axis and measuring the length of vessel segments along the curved vessel axis. The problem of grading aortic and iliac tortuosity and determining the impact of the tortuosity on patient selection and graft design is not solved yet. The three-dimensional format of CT angiography can probably help solving this complex anatomical dilemma.
The results of this study are applicable to a larger patient population only if there is no major bias in patient selection. The use of consecutive patients with suspected AAAs from our CT database minimizes this bias. Even from this small sample of patients, several recommendations for endovascular graft design can be made. On the basis of the neck configurations, a flexible proximal and distal attachment system that can adjust its diameter to the shape of the attachment site will provide a better contact between the graft and the vessel wall. The graft material that is to be used at the proximal and distal ends of the system should, to a certain extent, be flexible to prevent folds in the graft at the narrow parts of the attachment sites. The proximal-to-distal diameter ratio should not be fixed at 2.0 but rather be in the range of 1.5 to 2.0. The problem of the variable distal diameter can probably be solved with the use of graft materials that have a fixed maximum diameter (with a proximal-to-distal diameter ratio of 1.5) but that can also be partially expanded (with a proximal to distal diameter ratio of 2.0). An endovascular graft design that incorporates flexible segments at the proximal and distal ends can probably not only better adjust to the variable proximal to distal diameter ratio but also to the variation in attachment site shape, because most attachment sites have a conical shape.
C O N C L U S I O N
On the basis of strict selection criteria, only a minority of AAA patients can be treated with endovascular aortic graft. The majority of all suitable graft attachment sites have a conical shape. In patients who have a suitable anatomical configuration, the proximal to distal graft diameter ratio is less than 2. The ideal endovascular graft should be a combination of rigid and flexible components. The proximal and distal attachment systems should have some flexibility with an intrinsic maximum diameter while the midsection of the endograft can be relatively rigid.
